Imaging of ceramic liner fractures in total hip arthroplasty: the value of CT.
Fracture of a ceramic liner of a total hip arthroplasty is rare and is radiographically occult if not displaced. We report on two patients in whom ceramic liner fracture was radiographically occult but was diagnosed on subsequent CT scan through appropriate windowing.